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Supplemental Figure 1. Photographs of the system (left) and zoomed-in views (right) of a reader 
and a sensor stick. The portable testing setup shows the EDL-gated BioFET system, and 
measurements were recorded through a custom- written user interface as shown on a laptop 
screen and an iPhone.  

  
Supplemental Figure 2. Schematic illustrations of sensing principles using an EDL-gated BioFET. 
Phase A: bare electrodes without functionalization, Phase B: surface modification with capture 
antibody, and Phase C: target virus/protein bound on capture antibody. The EDL capacitance 
varies at each phase due to the electrical immuno-respsonse.  



Sensing mechanism of an EDL-gated BioFET  

The Gouy-Chapman-Stern model was adopted to establish the sensing principle of an EDL-
gated BioFET [1]. The EDL structure, which gives rise to a capacitance on a surface, is 
composed of two layers: the Stern layer and the diffusive layer. The EDL capacitance (𝐶𝑑𝑙) 
can be written as [2,3]:  
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where the 𝐶𝑆𝑡𝑒𝑟𝑛 is the capacitance of the Stern layer, 𝐶𝑑𝑖𝑓𝑓 is the capacitance of a diffusive 

layer, 𝑙𝑠𝑡𝑒𝑟𝑛  is the thickness of Stern layer, 𝜀0 is the permittivity in vacuum, 𝜀𝑟,𝑠𝑡𝑒𝑟𝑛  is the 

relative permittivity, 𝐴 is the surface area of an electrode, 𝑙𝑑𝑖𝑓𝑓 is the thickness of a diffusive 

layer nearly equal to the equivalent thickness of the parallel-plate capacitor, and 𝜀𝑟 is the 
relative permittivity of a diffusive layer. The thickness of a diffusive layer is usually considered 
as the Debye length. 

The surface charge density (𝜎0) is assumed to be equal to the EDL charge density (𝜎𝑑𝑙) with 
the same number of opposite charges, written as [4]:  

𝜎𝑑𝑙 = −𝜎0 = −𝐶𝑑𝑙 ∙ 𝜑0,  (S4) 

where 𝜑0  is the surface potential defined as the difference between the potential of an 
electrode surface and the potential of the bulk solution. The Grahame equation can be used 
to show the relationship between 𝜎0 and 𝜑0 [3,5]: 

𝜎𝑑𝑙 = √8𝑐0𝜀𝜀0𝐾𝐵𝑇 ∙ 𝑠𝑖𝑛ℎ (
𝑒𝜑1

2𝑘𝐵𝑇
),  (S5) 

where 𝑐0, 𝜀, 𝐾𝐵, 𝑇, 𝑒 and 𝜑1 represent the ion concentration of the electrolyte, the relative 
permittivity of the buffer, the Boltzmann constant, the absolute temperature, the elementary 
electric charge, and the potential at Stern plane, respectively. 

The EDL is formed on an electrode due to the charge redistribution while voltage bias is 
applied. As the antibody is immobilized (Supplemental Fig. 2), the EDL is redistributed and 

a new EDL capacitance (𝐶𝑑𝑙
(𝐵)) forms. At Phase C, the antigen is captured by the antibody, 

forming another capacitance (𝐶𝑑𝑙
(𝑐)).  

Eq. S6 exhibits the relationship between the gate bias (𝑉𝐺) and the remaining voltage on the 

extended electrode at phase 𝑖 (𝑉𝑔,𝑒𝑥𝑡
(𝑖)). ∆𝑉𝑔

(𝑖) represents the potential drop/increase across 

the testing solution, which is dependent on 𝐶𝑑𝑙
(𝑖). 

𝑉𝐺 +  ∆𝑉𝑔
(𝑖) =  𝑉𝑔,𝑒𝑥𝑡

(𝑖). (S6) 

The output drain current (𝐼𝑑) gets affected due to the changes of 𝑉𝑔,𝑒𝑥𝑡, determining how 

much potential change occurred on a testing sensor. The relationship can be expressed as:  

𝑔𝑚 = (
𝜕𝐼𝑑

𝜕𝑉𝑔,𝑒𝑥𝑡
)

𝑉𝑑

. (S7) 

where 𝑔𝑚 is the transconductance of a FET.  

 

 



 

 

 

 
Supplemental Figure 3. The fluorescent images (top) and the measured fluorescence intensities 
(bottom). The error bars represent one standard deviation of fluorescent uncertainties measured 
from 8 subregions within a sensor. 

 

  
Supplemental Figure 4. The box chart showing sensor-to-sensor variation of BioFET 
measurements in PBS. Measured data were collected from 3 different sensor sticks that had 7 
working sensors in total. 

 



 

 

 

  

 
Supplemental Figure 5. Real-time results of COVID-19 antigen tests in (a) 1× PBS and (b) artificial 
saliva.  
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